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TO: KSI/Scientific & Technical Information Division 

Attn: Miss Winnie M. Morgan 

FROM: GP/Office of Assistant General 

Counsel for Patent Matters 

SUBJECT; Announcement of NASA-Owned U.S. Patents in STAR 


In accordance with the procedures agreed upon by Code GP 
and Code KSI, the attached NASA-owned U.S. Patent is being 
forwarded for abstracting and announcement in NASA STAR. 


The following information is provided: 
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[NOTE - if this patent covers an invention made by a corporate 
employee of a NASA Contractor, the following is applicable; 


YES / 7 


NO 




(Pursuant to Section 305(a) of the National Aeronautics and 
Space- Act, the name of the Administrator of NASA appears on 
the first page of the patent; however, the name of the actual 
inventor (author) appears at the heading of column No. 1 of 
the Specification, following the words "...with respect to 
an invention of ... " 
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[57] ABSTRACT 

A magnetometer utilizing a single crystal of BijSea 
having a rhombohedral crystal structure is described 
along with a method for making such a device. The 
BijSea has a positive or negative Hall coefficient and a 
carrier concentration of about 10 18 to 10 20 per cubic 
centimeter. 
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HALL EFFECT MAGNETOMETER 

This is a division, of application Ser. No. 254,173 
filed May 17, 1972. 

ORIGIN OF THE INVENTION 

The invention described herein was made by an em- 
ployee of the United States Government and by non- 
governmental inventors and may be made or used by or 
for the Government of the United States of America for 
governmental purposes without the payment of any 
royalties thereon or therefor. 

BACKGROUND OF THE INVENTION 

The invention relates to an apparatus for measuring 15 
magnetic fields and is directed more particularly to a 
Hall effect magnetometer. 

As technology advances, magnets of increasing field 
strength and superconducting solenoids are being de- 
veloped and improved. With these increasingly higher 20 
strength magnetic fields and the operation of magnets 
at temperatures down to 1°K the difficulty of obtaining 
accurate and convenient measurements of field 
strength likewise increases. The nuclear magnetic reso- 25 
nance method of measuring magnetic field strength is i 
quite accurate but high magnetic field homogeneity is 
needed. Furthermore, difficulties are involved in mak- 
ing a nuclear resonance measurement at the same time 
as performing other measurements. 30 

Magnetometers of the copper magnetoresistor type 
have an approximately linear output for field variation 
occurring at high field strengths. However, the calibra- 
tion of such devices is very temperature sensitive and 
at low field strength their output is quadratically depen- 35 
dent on magnetic field strength. 

Magnetometers have been built and studied utilizing 
the Hall effect. The Hall effect occurs when a body of 
material is placed in a magnetic field and a current is 
directed through a body in a direction generally per- 40 
pendicular to the magnetic field, the effect being a volt- 
age difference which is produced between two points 
on the body, the two points lying on an imaginary line 
generally perpendicular to both the direction of the 
current and the magnetic field direction for maximum 45 
voltage. If the body of material is crystalline in nature, 
the Hall effect varies in accordance with the orienta- 
tion of the body with respect to the magnetic field. Hall 
effect magnetometers of the prior art have had either 
strong temperature dependent calibration or exhibited 50 
Shubnikov-de Haas oscillations at low temperatures or 
both. These limitations, of course, severely limited the 
usefulness of Hall effect magnetometers. 

OBJECTS AND SUMMARY OF THE INVENTION 55 

It is an object of the invention to provide a Hall effect 
magnetometer whose output varies linearly within one 
percent for magnetic fields up to at least 8 tesla at any 
given constant temperature between 1 ,2K and 300K. 

It is another object of the invention to provide a Hall 60 
effect magnetometer in which the slope of the Hall re- 
sistivity versus magnetic field curve varies by one per- 
cent or less in the region 1.2K to 35K and by only 20 
percent or less in the region 4K to 300K. 65 

Still another object of the invention is to provide a 
Hall effect magnetometer which does not exhibit Shub- 
nikov-de Haas oscillations at low temperatures. 


Yet another object of the invention is to provide a 
Hall effect magnetometer which is useful over a wide 
temperature range without a recalibration. 

Still another object of the invention is to provide for 
5 a magnetometer, a Hall effect crystal body having a flat 
natural cleavage plane perpendicular to the “C" axis so 
that the crystal may be accurately orientated in a mag- 
netic field. 

In summary, the invention provides a Hall effect 
10 magnetometer which is extremely accurate and conve- 
nient as compared to the prior art for a temperature 
range from 1.2K to 300K in fields up to 8 tesla. 

DESCRIPTION OF A PREFERRED EMBODIMENT 

4 

A Hall effect magnetometer, as is known to those 
skilled in the art, comprises a body of Hall effect mate- 
rial which, for example, may be a thin rectangular 
body, through which a current is directed. If a magnetic 
field is then applied to the Hall effect material, a volt- 
age indicative of the strength of the magnetic field will 
be produced between two points on the body generally 
lying on an axis perpendicular to the direction of cur- 
rent. Thus, by calibrating the output voltage of the Hall 
effect material to a known magnetic field, the Hall ef- 
fect material can then be used to measure other mag- 
netic fields by observing or measuring its output volt- 
age. 

In the instant invention, the Hall effect material for 
a magnetometer was prepared by weighing bismuth and 
selenium corresponding approximately (±0.2 Atomic 
%) to the stoichiometric ratio of 3 selenium atoms to 
2 bismuth atoms. A number of single crystals having 
rhombohedral crystal structure were then grown by the 
Bridgeman technique as described in the Art arui Sci- 
ence of Growing Crystals, J. J. Gilman, ed., John Wiley 
and Sons, New York, 1963. The resultant Bi 2 Se 3 crys- 
tals were either p-type or n-type, that is, they had a pos- 
itive or negative Hall coefficient. Alternatively, Bi 2 Se 3 
crystals may be grown by the zone refining technique 
as described in the book by William G. Pfann, Zone 
Melting, New York, John Wiley & Sons., Inc., 1959, 
pp. 57-97. 

A specimen was then cleaved and cut and shaped by 
sand erosion to form a thin rectangular (layer plane) 
Hall effect . body with a lug for attachment of leads on 
each side of the body midway between the ends. Leads 
from a current source were attached to respective op- 
posite ends of the body with a conductive epoxy. Like- 
wise, leads from a calibrated x-y recorder were at- 
tached to respective lugs on opposite sides of the body 
with a conductive epoxy. It will be understood that 
electrical connections can be made by other methods 
such as electroplating. 

The Hall effect crystal body was then disposed in a 
magnetic field and oriented so that the magnetic field 
fell along the trigonal axis of the body. The magnetic 
field was varied from 0 to 8 tesla by a water cooled so- 
lenoid which had. been calibrated against a rotating coil 
magnetometer and a standard magnet. 

Parameters, such as output voltage, Hall resistivity 
and magneto resistance were measured as the magnetic 
field was varied. The same parameters were measured 
while the Hall effect magnetometer embodying the in- 
vention was subjected to a temperature range of from 
about 1.2K to about 300K. These temperatures were 
achieved by using liquid helium and liquid nitrogen to- 
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gether with a heater-controller system using a gallium, 
arsenide diode temperature sensor. 

The results of these tests show that for a Hall effect 
crystal body of Bi 2 Se 3 , Hall resistivity as a function of 
magnetic field strength is linear to within plus or minus 
1 percent for a constant temperature between 1 ,2K and 
300K. The slope of the Hall resistivity versus magnetic 
field strength curve varies by about only one percent in 
the region 1 .2K to 35K and by only 20 percent over the 
whole region of 1 ,2K to 300K. 

The Bi 2 Se 3 crystal material was studied not only in 
use as a magnetometer but by galvanomagentic and in-, 
frared optical reflection techniques as well. The infra- 
red optical reflection measurements were made at 
300K from 5 um to 25 um and band gaps less than 
about 0. 1 ev were found. Because the starting purities 
of bismuth and selenium were very high, the impurity 
states in the intrinsic Bi 2 Se 3 band gap (if greater than 

0.1 e.v.) must be due to lack of stoichiometry in the 
crystal which behaves essentially as a semimetal. It was 
determined that the Bi 2 Se 3 crystal behaves as a semi- 
metal with at least two band conduction. The carrier 
concentration is in a range from 1 0 18 to 1 0 20 per cubic 
centimeter, but the device should be useful for greater 
ranges of carrier concentration. A p-type specimen 
with a carrier concentration of about 10 19 per cubic 


centimeter performed very well within the field 
strengths and temperatures discussed above. 

What is claimed is: 

1. A method of making and using a Hall effect mag- 
5 netometer comprising the steps of: 

mixing bismuth and selenium in a stoichiometric ra- 
tion of 2 bismuth atoms to 3 selenium atoms; 

growing a single crystal of Bi 2 Se 3 ; 

cleaving the crystal to form a layer plane body; 

10 disposing the body in a magnetic field variable from 
0 tesla to 1 0 tesla at a temperature of from about 
1.2K to 300K, said magnetic field being perpendic- 
ular to the layer plane body; 

( directing a current through the layer plane body in a 
direction perpendicular to the magnetic field; and 

measuring voltage between two points on said layer 
plane body lying on a line perpendicular to the 
2 o magnetic field and the direction of current flow. 

2. The method of claim 1 wherein said Bi 2 Se 3 crystal 
is grown by the Bridgeman or “modified” Bridgeman 
technique. 

3. The method of claim 1 wherein said Bi 2 Se 3 crystal 
25 is grown by the zone refining technique. 

* * * * * 
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